Severe intravascular hemolysis after transcatheter closure of a large patent ductus arteriosus using the Amplatzer duct occluder: successful resolution by intradevice coil deployment.
A 21-year-old female developed severe unremitting intravascular hemolysis following closure of a large patent ductus arteriosus using an Amplatzer duct occluder. Percutaneous deployment of fibered platinum coils within the nitinol wire cage of the Amplatzer duct occluder abolished the residual shunt through the device and resulted in cessation of intravascular hemolysis and reversal of its adverse sequelae.